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Kalibraéni laborato¥ TESTIMA
(Calibration laboratory TESTIMA)

¢

GO0
0000

A
(55 e

info@testima.ce

Husova 353/6, Brandys nad Labem

Kalibragni laborato¥ & 2343 akreditovana CIA dle CSN EN ISO/IEC 17025:2018
(Calibration laboratory Nr. 2343 accredited by CAI according to CSN EN ISO/IEC 12025 201 8)
TESTIMA spol. s r.o., Pod Harfou 994/21, Vysotany; 190 00 Praha 9

TEL : 311249522 E-mail : info@testima.cz http:/www.testima.cz IC: 40613186 |
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KALIBRACNI LIST C. (CALIBRATION SHEET Nr.) 333/2024
Pocet stran (Number of pages) : 2
Strana (Page) 1
Cislo zakdzky (Number of order) : 207
Typ pfistroje (Type): WM 2
Vyrobni &islo (Serial Nr.): 58513807
Néazev (Name): Ultrazvukovy tloustkomér (Ultrasound thickness gauge)
Vyrobee (Manufactured by): Krautkramer
Typ sondy (Probe type): SM PT-08
Vyrobni &slo (Serial Nr.): 240534
Nazev (Name): Ultrazvukovd sonda (Ultrasound probe)
Vyrobce (Manufactured by): Huatec Group
Zadavatel kalibrace (Calibration order by) Frantisek Fiala
' Komenského 1994/26
680 0] Boskovice
¢ ’ ‘ \ A
o ICO (CRN) : 03498514
Datum pievzeti ptistroje (Taking over date of the unit) - 24.09.2024
- Datum provedeni kalibrace (Jf}ate of prforming the calibration) 02.10.2024

Misto provedent kalibrace (Place of performing the calibration) : Husova 353/6, Brandys nad Labem
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PODMINKY A PROSTRED] (Conditions and environment) :

Teplota okoli (4mbient temperature): 23 °C
Vlhkost vzduchu (4tmospheric humidity): 51 %

KALIBROVANE PARAMETRY (Calibration parameters ):

tloust’ka materidlu (material thickness):

Tloustka etalonu (mm)
(Standard thickness) 2,01 10,05 50,05 o
Naméfend hodnota (mm) 799 10.05 50.06 100.06
(Measured value) g ; i :
Roz3ifend nejistota méfeni (mm)
(Extended measuring uncertainly) 01 0,2 0.6 1,1

Odpovidajici naméfena rychlost Sifeni ultrazvuku v etalonu
(Corresponding measured speed of ultrasonic transmission in standard)

5920

Uvedené rozsifené nejistoty méfent jsou soutinem standardni nejistoty a koeficientu rozifteni k = 2 co pro normaini rozd&leni odpovida

pravdépodobnosti pokryti asi 95 %. Standardni nejistota méfeni byla stanovena v souladu s dokumentem EA 4/02 M

(Presented extended measurement uncertainty is product of standard measurement uncertainty and extension coefficient k = 2, which
provides 95 % coverage in normal distribution. Standard measurement uncertainty was determined in compliance with regulation

EA 4/02 M.)

Odchylky od zkuSebni metody (Divergences of testing method) : 7adné (none)

Vysledky méfeni se vztahuji jen ke kalibrovanym polozkam v dobé kalibrace.

(Measurement results only refer to calibrated itemsat the time of calibration.)

Kalibra&ni postup vychézi z CSN EN ISO 16809: Nedestruktivni zkouseni - Méfeni tloustky ultrazvukem.
(Calibration process gets by CSN EN ISO 16809: Non-destructive testing - Ultrasonic thickness measurement).

Kalibraéni postup &. 2 - Kalibrace ultrazvukovych tloustkoméra
(Calibration process Nr.: 2 - Ultasound thickness gauge calibration).

Udaje o metrologické névaznosti (Data about measuring link) ©

PouZité etalony (Used standards) : etalon A5v.8.012UN-kalibradni list €.1647/23 (standard A5v.¢.012UN - calibration sheet Nr. (1647/23)
’ etalon 10 mm - kalibradnf list &. 1646/23 (standard 10 mm - calibration sheet Nr. 1646/23)

etalon 50 mm - kalibragni list & 1644/23 (standard 50 mm - calibration sheet Nr. 1644/23)
etalon 100 mm - kalibraéni list &. 1643/23 (standard 100 mm - calibration sheet Nr. 1643/23)




